
UV-A VOLANS
USER MANUAL
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Dowel x8
Fixing Apparatus x2
Screw x8
UV-A Volans Tube x1
2 Pin Terminal x1
Power Switch

Package Included
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Installation and Oparetion Steps
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Place the dowels on the surface you hole.
Position the fixing apparatus in the center of the dowels.
Assemble the fixing apparatus with the help of screws.
Place the UV-A Volans Tube to the fixing apparatus.
Enter the power cable into the terminal.
Turn on the power switch to start the product.
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